In order to prove that the corrections made are trustworthy, a series of observations were made on water at 25°C, using a considerable range of pressures. Table 4 shows that the calculated viscosity is satisfactorily constant.
10 By using an instrument similar to the one described in this Bulletin, 12, Scientific Paper No. 278. p. 309 (1916) , all possibility of error due to bad drainage can be obviated, but in the present investigation that type of instrument is far less convenient than the one adopted and fortunately its use is unnecessary. 
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In the above 
The object in recording both p and P is in order to afford a measure of the kinetic energy correction.
The viscometer was attached to a brass frame which fitted in grooves on the side of the bath shown in Fig. 3 4, p. 239; 1905. 31 Trans. (I,ondon) Chem. Soc., 93, p. 2023; 1908. 
